Over the recent decades, electrophysiological studies have much broadened the understanding of brain's normal activity and its pathological conditions. Electrophysiology has also made useful contributions to successful therapeutic plans. Technological advances have played a major role in either attaining therapeutic goals or doing cutting-edge researches in a variety of disciplines like neurology, psychiatry and psychology. One of the impressive achievements of electrophysiology seems to be "brain stimulation" and technologies thereof. Higgins and George (1) argue that a great volume of research in fundamental and clinical areas is being conducted on the methods of brain stimulation. Although methods of brain stimulation have come with favorable results, their side effects are of considerable concern. Accordingly, researchers strive to explore and develop new ways with a lower level of risk. Exponents of brain stimulation always seek less invasive methods, that is, they make any effort to achieve significant outcomes by focal stimulation of cortex areas without imposing a vast convulsion
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. TMS was first introduced by Barker et al., (3) . Briefly, TMS is the induction of an electric current to the brain cortex through a magnetic field outside the brain (4) . Repetitive TMS (rTMS) is a variation of TMS where stimulation is provided in sessions of same condition to create long-term excitation in the brain cortex (5) . In rTMS, the electric activities in the brain are influenced by the magnetic fields. The electromagnetic induction generated by rTMS is painless and safely passes through the skin and skull. Then, it produces small electric currents in the region of the brain just under the coil (Figure 2 ). In this procedure of treatment, multiple parameters are involved that can be changed to reach different treatment goals. These concurrent parameters include the number of stimulations, stimulation intensity, stimulation frequency, length of intervals between stimulations and the stimulated areas of the brain (6) . Kaplan et al., have categorized uses of brain stimulation into three areas, namely pathophysiology, brain's normal functions and treatment (7) . While the modern technology of TMS makes its way forward, a growing number of studies on its applications are done. Subsequently, these attempts entail undertaking a comprehensive review to lay appropriate foundations for further fundamental and applied researches. Hence, the present study aimed to review the history, researches and specific uses of rTMS for the treatment of epilepsy. In this regard, the whole literature on TMS came under rigorous scrutiny thereby gaining a comprehensive understanding of theories, researches and uses of rTMS.
History of Transcranial Magnetic Stimulation
TMS consists in the law of electromagnetic induction, a process in which electrical energy converts to magnetic energy and vice versa. From a historic point of view, first it was Faraday, in 1831, arguing that the relation between electrical energy and magnetic field was reciprocal (8) . Later, further experiments revealed that the use of magnetic coils over a person's head could bring about feelings of dizziness and giddiness. Attempts were also made to produce vibration of the skull through electromagnetic coils placed on the head of depressed patients. In fact, the ultimate goal was stimulation of the nerve cells of human (9) . Later, magnetic coils were used to treat mental disorders of depression and neurosis via electrical effects of the magnetic field created on the scalp (9) . A defect that most of early experiments suffered from was that the area of the skull placed beneath the coil was not clearly described (6) . On the other hand, the capacitors were not capable of generating high intensity or fast frequency stimulations either. As a result, how remissions took place at the time is now in total obscurity. The current use of electromagnetic induction for transcranial stimulation dates back to 1985. At that time, Barker and his colleagues invented the initial type of TMS in Sheffield, UK (3). Moreover, Barker scientifically proved the influence of magnetic stimulation on motor cortex of the human brain in 1985. However, the original tools were partly slow when recharging and repetitive uses could highly raise the coil's temperature. Their workplace is still in operation developing novel tools and devices. Nowadays, advances in technology have made it possible for us to manipulate the procedure of transcranial magnetic stimulation in either form of ceaseless or repetitive pulses over any part of the cortex. The form of repetitive stimulation is abbreviated to rTMS (10) . The first use of rTMS was restricted to diagnosis of neuro-motor disorders. Several years before, scientists suggested that the application of rTMS on cortex regions brought about effects similar to antidepressants. However, the effects of TMS on prefrontal area did not draw attentions early in the way of TMS development.
In 2002, Canadian Association of Health which is an official institution approved the medical results and benefits of rTMS. Moreover, other countries like the US, the UK, Germany and Japan have been working on this method for 20 years. At present, devices for repetitive electromagnetic induction have been developed into a structure that different parameters, e.g. the ability to increase or decrease the magnetic energy on cortical areas, can be precisely modified to fit best the treatment of various psychological disorders. Food and Drug administration of the United States also granted approval to this method on October 8th, 2008 (6).
How Transcranial Magnetic Stimulation works
Different parts of TMS mechanism from the pulse inside the coil to the intensity of the stimulation of the nerve cell, altogether obey several laws of physics. Generally, TMS equipment is simple and consists of a transformer for charging a big capacitor, which instantly discharges to create a magnetic field pulse in the coil for stimulation. Actually, there is a sub-circuit to control the temperature, intensity and repetition of the pulse. The maximum voltage approximately equals 2000 volts and generated currents come nearly to 10000 Amps. It is necessary to have a high-voltage electrical switch to create a short pulse (nearly 250 microseconds or 1/4000 of a second) for effective stimulation (11) . A high-tension cord is also necessary for connecting the coil to the head to transfer effectively the strong current. In the TMS mechanism, when the device is charged with electrical current, magnetic fields occur around the coils. To be precise, according to the Faraday's Law, if there are two coils beside each other, one charged with electricity and another devoid of electrical energy, as the current in the first coil stops, a very short pulse is transferred to the second coil. In a technical word, the second coil is not a necessary factor through this process and the current can be transferred to any other conductor close to the first coil, whether it is the brain or a coil (12) . Repetitive TMS also goes the same way as above. In this type of treatment, the magnetic field produced by the first coil is transferred to the second, meaning the brain, to stimulate the nerve cells located there. Actually, when the magnetic fields go through the brain, they generate a secondary electric current, which changes the electrical load of the nerve cells. It is notable that existing equipment of rTMS is capable of producing magnetic induction as deep as two centimeters into the brain. This technology can easily excite regions between the white matter and the gray matter of the brain. On this account, the neural axons transfer the generated currents close to two centimeters beneath the coil. In addition, the electric current, which causes change of neuro-activities is in the vicinity of 70 millivolts (12) .
Uses of rTMS in the treatment of epilepsy
Epilepsy is the most prevalent neural chronic disorder and more than 40 million people suffer from the disorder worldwide. This disease is characterized by different types of relapsing electrographic seizures. Such attacks are rooted in the brain starting from the center then gradually develop toward other parts of the brain or the whole organ. Although there are different types of epilepsy, they all have a common physiological characteristic. The excitability of the cortex increases in epilepsy cases (13) . Epileptic attacks are the consequences of imbalance in prevention and neural communication stimulation, which are caused by sudden and uncontrolled discharge of neurons in the central neural system (14) . Transcranial magnetic stimulation has been used to decrease and prevent epileptic seizures. In addition, there has been a multitude of researches done using TMS to probe the pathophysiology of the disease. The lowest level of stimulation, in which single TMS pulses cause distinguishable muscular activities, is called Motor Threshold (MT). MT is usually used to adjust the intensity of TMS for other applications or for estimating its safety (15) . Since single TMS pulses seem to induce motor activities, it can be assumed that a chain of such pulses would have the same activating result. This hypothesis was assumed true in the preliminary studies of the effects of TMS on epilepsy. However, some researches have shown, long strings of pulses with 1Hz or less intension have preventive effects on sensory, locomotive and visual areas (16, 17) . Moreover, there is increasing evidence that shows TMS has non-stimulating effects. Most of such effects are preventive, but some others can bring about stimulation. It is worth saying that repetitive TMS higher than 1Hz of intension along with strings of high frequency waves could be stimulating (18) . In a theoretical point of view, kindling is a potential threat of TMS. Kindling is a process, in which daily harmless stimulation of the cortex leads to epileptic attacks or unstudied epileptic convulsion (9) . In comparison with other parts of the brain, hippocampus and amygdala are kindled easier in rodents. The cortex is more resistant to kindling than the limbic system. In addition, forecerebrum regions are more resistant to kindling in smaller animals. Preliminary experiences of kindling were performed using pulses, which were emitted from electrodes implanted in the gray matter. Kindling is a standard model for the study of the effects of different treatment factors on epilepsy and its consequent convulsions. It is known that chemical drugs significantly affect behavioral and electrophysiological facets of convulsion in kindling model. Giving such medication along with application of a 50_Hz magnetic field, have indicated little preventive effects on the process of convulsion by kindling. The first research for the investigation of the medical effects of kindling with frequencies of 0.1, 0.5, 1 and 2Hz rTMS, in optimized spatial dimensions for the coil and following high standards of kindling model, was conducted over the area of amygdale by Yadollahpoor et al., (13) . They also investigated the effects of the intensity of magnetic field by applying 80%, 90% and 100% of the field power on the motor threshold. The kindling process and its consequent convulsion are very likely to occur with the frequencies close to 60_ Hz while it is unlikely to happen with 10Hz or lower frequencies. Thus, the probable relationship between kindling and long-term empowerment as well as its effect on human epilepsy are worthy of consideration regardless of some divergent results (9) . Although 1_Hz stimulations of the inside of the skull by electrodes have shown kindling phenomenon, the string of pulses with such a frequency or lower than this, mostly result in long term weakening of synaptic transfer. These findings along with many other findings are in line with the preventive effect of TMS (18) . The results indicate that the excitability of the cortex can be adjusted by strings of repeated magnetic pulses (10, 19) . Repetitive TMS allows for the activation of cortex areas. Activating strings with different frequencies create preventive effects and stimulation both at the time of using and after that. It seems that preventive effects of TMS are useful for reducing the excitability of neurons. Given the huge number of researches about the anti-convulsive effects of rTMS, there is still no agreement on an optimized pattern of rTMS (20) . In other words, the patterns of rTMS application to achieve the maximum efficiency are still unclear. Frequency of rTMS is one of the most important factors. Additionally, the duration of its application can have a significant role in its effectiveness (21) . Low frequency rTMS, too, can have therapeutic effects on epilepsy (22) . Menkes and Gruenthal indicated that rTMS with low frequencies (0.3 and 0.5Hz) could yield therapeutic results as to epilepsy (23) . They believe that using this technique with low frequencies results in the relief of neural activity and reduction of cortex excitability. In some experiences on epileptic patients resistant to medical treatment, even high frequencies could reduce the frequency of epileptic attacks (24) . Different parameters of stimulation (such as frequency, intensity of the field, the duration of the stimulation, etc.) had not been well taken into consideration. Currently, anti-convulsion drugs and in some cases surgery are employed to treat epileptic attacks. Each of these methods has side effects of its own kind. Moreover, some types of epilepsy are resistant to medical treatment and surgery is not an option. Repetitive TMS can have high safety due to its non-invasive and painless procedure. In addition, its low cost and harmless side effects are some advantages of this technique. The attempts for acquiring optimized parameters including frequency, intensity, duration, and spatial factors of coil location can result in valuable niches for the replacement or integration of this method with common methods of epilepsy treatment (which have many side effects) (13) . Contrary to electrical stimulation wherein the location of stimulation conforms to a number specifications, the best practice for the location of stimulation in rTMS method have not yet developed and we are still making attempts to focalize the stimulations (13) . The results indicate that 1_Hz frequency with 80% and 90% of motor threshold has significant preventive effects on the extension of stimulation to other areas of the cortex. Raising the intensity from 80% to 90%, could increase the preventive effects of this technique. However, this increase showed an unvarying level of preventive effect while the increase from 90% to 100% decreased the preventive effect. Accordingly, they concluded that the frequency of rTMS stimulation and the motor threshold of the animal have significant roles in creating physiological effects. According to the findings, rTMS technique has positive effects on epileptic patients with specific frequencies and intensities. The researchers have attempted to administer low frequency rTMS for the treatment of epileptic disorders as well as other excessive excitabilities of the cortex. The potential of using rTMS for the treatment of epilepsy has been proposed recently, because rTMS has preventive effects on motor cortex (16) . Studies show the effectiveness of low frequency rTMS for reducing the excitability of the cortex in patients with drug-resistant epileptic attacks. Such studies show more recovery in patients with focal lesion in comparison to patients with lesion in several areas. Some scientists with the help of some laboratory experiences showed that low frequency electrical stimulation prevents convulsive attacks (25). Steinhoff et al., for the first time reported the application of low frequency rTMS on seven patients with focal epilepsy of metro-cortical area of the limbic system (26) . Magnetic stimulation of the lower frontal cortex showed that there is more reduction of electroencephalogram waves in diverted stimulation. Low frequency rTMS was applied on 9 patients with uncontrolled focal epilepsy with medical treatment in another study. The results showed 39% reduction of convulsive attacks for 4 weeks after the end of stimulations. The convulsive attacks returned to their previous rate 6-8 weeks later (27) . Kinoshita et al., investigated the effects of the application of rTMS on the reduction of convulsive attacks in patients with extra-temporal epilepsy (28) . Six patients with drugresistant epilepsy were treated with 0.9_Hz rTMS for 15 min a day in five days of the week with the intensity of 90%. The number of medications was calculated two weeks before and after rTMS. In addition, the resting motor threshold and the active motor threshold were checked before and after the treatment every day. The occurrence of both complex partial and simple partial epilepsy was 19.1% and 35.7%, reduced after one week of treatment with rTMS. Misawa et al. studied the effects of low frequency rTMS on the epilepsy caused by cortical dysplasia (29) . A 31 yr old epileptic patient was investigated in terms of upper and lower extremities. Cortical dysplasia was located in motor cortex. Low frequency rTMS of the arm was performed with 90% of the motor threshold and 0.5_ Hz frequency. The results showed the reduction of high excitability after the application of rTMS. Thus, low frequency rTMS can prevent the excitability of the cortex and can be used as an effective treatment for local epilepsy.
Discussion
At present, it seems necessary to conduct further studies to understand if there is any specific disorder responding well to rTMS. In addition, there are still several questions unanswered such as how long the antidepressant effect of rTMS remains, if medications play roles in combination with rTMS, and whether rTMS can solely be administered during acute treatment. Another question is that, after the use of rTMS in acute treatment, if it acts as a preventive agent. Apart from safety concerns, the risk-benefit ratio of this method falls under the influence of subjects' personal differences, different operating ways plus the purpose that the device is used for. To tell the truth, such these parameters should be set into globally accepted standards both for clinical uses and for accreditation of rTMS physicians. In other words, these standards specify the prerequisites of operating rTMS method and clarify the best practice to work rTMS. Currently, there is no detailed compilation of training instructions for rTMS. Nonetheless, it is highly recommended that physicians expand their knowledge of physiological laws of the brain and rTMS mechanism of action, technical information, protocols and safety provisions. The need for rigorous guidelines and instructions is really urgent. On the other hand, if a treatment model is extracted out of research findings, the procedure may contain a few flaws, that is to say, it is not always feasible to generalize the effects of rTMS on a specific sample population to other clinical patients (9) . The fundamental concern which most researchers express about rTMS is that how long the therapeutic effects of rTMS last and from a medical standpoint, whether it suffices. There are two answers to this question. First, in some cases if a long-term treatment is available later in time, a provisional effect seems enough then. Besides, administration of rTMS has proved to be useful particularly for those who suffer from drugresistant disorders too. The second answer is borrowed from the expectation about medical results of rTMS. According to a remedial model, rTMS is to improve functional imbalance of a patient. So if the effects are temporary, the imbalance recurs and the symptoms reappear as a result. In such a situation, rTMS as an effective method is believed to create permanent effects on the brain circuit. However, there is no evidence to prove such a thing at the moment. All things considered, rTMS is capable of producing a combination of stimulating and preventive effects, contrary to the best drugs that just have a few pharmaceutical benefits. Therefore, it is not unlikely that in the near future, rTMS could treat the lost function of a patient with Parkinson as dopamine-therapy does. Repetitive TMS will be able to reach different therapeutic goals through the manipulation of electrophysiological parameters (30) . Repetitive TMS should be developed in a way so that it changes into a mixed treatment model which takes place together with other therapeutic methods to get the optimum effect. Such a model does not exclude other techniques of treatment, but rather it employs a blend of methods to deal with medical conditions. Above all, rTMS can help the brain to cope with conditions by itself. This idea comes from the studies of apoplexy, in which there is a common belief that some functional achievements regained after the stroke, originate from the ability of the brain to reorganize itself in normal routes. This ability partly results in the compensation of the lost functions belonged to other regions. To enhance this ability, some types of rTMS can play a supporting role thereby promoting the natural adaptation to the damage or chronic illness. Thus far, the use of rTMS as a therapeutic technique has accompanied by other methods of treatment, building a mixed model which outdo in the explanation of stable effects on symptoms. But it is a matter of regret that studies have little explored this combination. Besides, many studies include a few sample populations, referring just to one center, which makes it difficult to approve their study design and results. Nonetheless, there are many experiments in the effects of rTMS on depression. Reviewing the background of such attempts can help new comers, clinicians and researchers with the identification of existing flaws in rTMS method so that they could implement the best practice in the future (31) . There are also clues that some cortical regions of the brain require different types of rTMS treatment. In this regard, investigation of parameters like intensity, quantity of pluses in each session and quantity of sessions seems important to gain better medical outcomes (32).
In conclusion, TMS has therapeutic uses for a wide range of mental disorders, namely epilepsy, chronic pains, motor disorders and so on. This method through electromagnetic induction generates an electric current inside the brain without physical contact. Although there might be concerns about safety and side effects of rTMS, many scholars and clinicians subscribe to this technology and see a bright future for it.
